Monocular visual-field testing under binocular conditions.
Spectacles with plastic polarizers in front of each eye, with the polarizing axis at right angles to each other, permit monocular visual-field tangent screen testing under binocular conditions, provided a rotatable polarizer is attached in front of the standard ophthalmic slide projector which generates the test light.